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Movéda ICP-MS/ Laser Ablation

A. ICP-MS (Thermo Scientific™ iCAP™ Q ICP-MS)

To ovompa @aopxTopeTpiaG MOV eTAY®YIKK OUL(EVYHEVOL TTAAOUXTOC
(Inductively Coupled Plasma - Mass Spectrometry, ICP-MS), eivou éva
Statunuatikd Spyovo touv AlI® (ovppetéxovv tar Turjpoara AII®: Xnuelog,
T'ewMoylag, Bloloyiag, I'ewmoviag, Aacoloyiac & Puvoikov IlepipdAhovroc) kot

amoTeAelTal ATo:

B. LASER ABLATION (NWR 213)

/ Laser: Nd:YAG \

Wavelength: 213 nm

Max Repetition Rate: 20 Hz
Fluence: 25 J/cm? at the sample

surface

\ Spot Sizes: 4—250 microns /

To ovomua Laser Ablation NWR 213 éyet T €€1jc xapakmplotikd:

*  Aetrtovpyel ota 213 nm kot va elvat KatdAAnAo ytax yewxnuikd Selypora.

" AlxOétel katdMnAn mnyr) Laser pe mv amoutovpevn evepyelaktyy TukvOTHTX
ylat MV amrokOAN o™ T000 SLaavaV, 600 KAl XSLAPAVOYV VAIKOV.

*  Awbétel cOomua Prvreookomikic peyebvvone mApwc eAeyxduevo amd To
AOYIOUIKO TOV CUOTHHATOC KAOC KO KEPOAT] HIKPOTKOTI{OV.

*  Awbétel avtOpato €leyxo Tov aepiov peta@opdc omd TV KupeAda

detyparonpioc oo ICP MS.
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To oVvomua ICP-MS/Laser Ablation ¢£xet tomoOemOel o epyaomplakd YwpPo Tov
Bploxetaw otov 1° 6pogo Tov Ilohawov Xnueiov, omv aibovoa 221xou exel Tedel oe

Aettovpyla To ZemtepPpro tov 2016.

Emotnuovixn Ymevbuwn

Ajuntpa  Aapmpomovdov, AvamA. KoOnyntpia, Epyoomipio EAéyxov Pomavong
ITepiBdMrovtoc, Tufjua Xnueiog AII®, TnA. 2310-997687, E-mail: dlambro@chem.auth.gr

Aremompovikr) Emrporm

1.  Afuntpax Avam\. Tuua Xnueioc - dlambro@chem.auth.gr | 99.7687
AapumpomovAov | Kabnyirpia,  AIIO

2. | Avtovne Kabnynmic | Tunua koroneos@geo.auth.gr | 99.8515
Kopwvaioc l'ewAoyiag
3. | Abavaoiog Avam\. Turpo thanpap@bio.auth.gr 99.8359

MamadémovAoc | Kabnyntic Biohoyiag

4. | Oeodpa KaOnynrpiae | Tpfjpa thmatsi@agro.auth.gr 99.8682
Maton l'ecmoviag
5. Beox&pnc KaOnynmc Turpa zagas@for.auth.gr 99.8903
Z&yxog Aaooloyiac &
dvowov
ITepPaArovTog
Aetrovpyia

A. H Aettovpyiax tov opydvov Ba yivetaw povov amd tovg mioTomotnuévous (amd mmv

eTaLpE(X) XEIPLOTEC OPYAVOUL.

Xeproteéc Opydvov

Afquntpa Aapmpomovrov, AvarA. Kabnyntpia, Epyaomipio EAéyxov Pomavone
[MeptBéMovtog, Turpa Xnuetag ATI®, TnA. 2310-997687, E-mail: dlambro@chem.auth.gr
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ABaviaoloc Kovpag, EAIIL, Tuqua Xnupeioag AIIO®, TnA. 2310-997932, E-mail:

akouras@chem.auth.gr

Kddixag deovrodoyiac

H Mov&da ICP-MS/Laser Ablation éxet xpnuatodomOel amd to EXITA ¢ Ilepipépetag
Kevrpikric Moxkedoviag kot mopéxet vmnpeoieg oe OAa T péAn mc¢ Axadnuoikrc
Kowwvomrag tov AII® xoau mpoc tpitovc. H AMjyn xaw 1 avévon Setypdrov
TpaypatoTote(Tan AapPévovtac vToyT Toug kavdvee NOikrc kau Seovroloylag, TPWVTOC
emione T DEPATA EPTIOTEVTIKOTNTAC TWV SESOUEVHOV KA TOV SIKAUWHPATWY TVEVUXTIKNC

tStoxmolac.

IIpoogopa Y mnpeaicdv — Xpéwon Xprionc EEomhiopod

['a mv mpayuatomoinon oavodvoewv amoute(tat 1 emikowveovioae pe mv EY ko A.

AuTPOTOVAOL KAt 1| ATTOOTOAY) NG aitnone avoAdboewv otV nAextpovikr) Stevbvvon

dlambro@chem.auth.gr.

H xpéwon xpriong tov etomAtopov ylax Stégpopeg xatnyopiec evéiapepopévav (tr.x MéAn
AEIT AII®, Ao Méhn AEIT, Ymoy. Aid&ktopeg, QOITTEC KAT) ava@EPeTal OV alTnaom
(apxelo  excel) mov  elvaw  avapmpévny omyv  otooeAlda  http://icp-ms-

analysis.chem.auth.gr/Analyseis.html.

2V admom vTdpxovv oXeTIKEC 08nyiec yior ™ ovpTApwon) ™G. I'a Tic etdikéc ovvOTKeg
TPOETOIHCTOC TV OetyudTwv ol evilapepopevol Bor TPETEL VO ETTIKOLVWVOLY  ylol

evnuépwon pe mv EY tov Opydvov.

211G SNUOCIEVOELC YL TIG OTTO(EC T EPEVVNTIKA TOVUG ATTOTEAECHATA TPOEKLYPAV He XPrjom

TOV €COTALOHOD D TTPETEL VAL Ava@EPETAL 1) akOAovON) eTIOTIHAXVOT).
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Oxovopr Ataxeipion

I'a ™ Staxelplon TV OIKOVOUIK@V AEITOVPYIOC KAL CULVINPNOTC TOU OpPy&vov E£Xel
SnpovpynOel eldixdc Aoyaplaopoc épyov mapoxrc vmnpeotwv otov E.AK.E. tov AIL®
(90313).

IotooeAiba

Y10 Stadixtvakd oo http://icp-ms-analysis.chem.auth.gr/

Oa Ppeite dAe¢c TIC amapaitTeC TANPOPOPiEC Yl TOV €EOTAIOUO, TOUC XEIPLOTEC, TNV

TPOOPOPA VTINPECIOV KAL TNV AlTNOT) TOV ATMAUTEITAL YIX TNV VAOTIONOT) TV XVOAVTEDYV.
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